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Preface

Public Comment

Comments and suggestions may be submitted a any time for Agency consideration to Dockets
Management Branch, Divison of Management Systems and Policy, Office of Human Resources
and Management Services, Food and Drug Adminigtration, 5630 Fishers Lane, Room 1061,
(HFA-305), Rockville, MD, 20852. When submitting comments, please refer to the exact title of
this guidance document. Comments may not be acted upon by the Agency until the document is
next revised or updated.

For questions regarding the use or interpretation of this guidance contact Thomas M. Jakub at (301)
594-4591 or email TMJ@cdrh.fda.gov.

Additional Copies

Additiona copies are available from the Internet a
http://www.fda.gov/cdrh/comp/guidance/2619.pdf, or CDRH Facts-On-Demand. In order
to recaive this document viayour fax machine, call the CDRH Facts-On-Demand system at
800-899-0381 or 301-827-0111 from atouch-tone telephone. Press 1 to enter the
system. At the second voice prompt, press 1 to order a document. Enter the document
number 2619 followed by the pound sgn (#). Follow the remaining voice prompts to
complete your request.



Guidance on Infor mation Disclosure by
Manufacturersto Assemblersfor
Diagnostic X-ray Systems

This document isintended to provide guidance. It representsthe Agency’s current
thinking on thistopic. It does not create or confer any rightsfor or on any person and
does not operate to bind the Food and Drug Administration (FDA) or the public. An
alternative approach may be used if such approach satisfies the requirements of the
applicable statute and regulations.

PURPOSE:

Manufacturers are required to disclose to assemblers and others, upon request, information on
assembly, ingalation, adjustment and testing (AIAT) to ensure that x-ray systems will meet federd
performance standards. (21 Code of Federal Regulations sec. 1020.30(g)). The AIAT information
must be provided at a cost not to exceed the cost of publication and digtribution.  The information
hel ps to ensure compliance with performance standards that reduce or maintain x-ray exposure to
the patient and operator at the lowest possible level. Asthe design features of x-ray sysemsand
related magor components advance, the Food and Drug Adminigtration (FDA) has received new
guestions about the scope of the regulations that require manufacturers to disclose information, and
whether computerization of that information affects the basic requirement or the cost.

BACKGROUND:

FDA protects the public hedlth from unnecessary exposure to eectronic product radiation by,
among other things, requiring that eectronic products meet performance standards.  (See section
532 of the Federa Food, Drug, and Cosmetic Act (the act) (21 U.S.C. 360ii.)) Federa regulations
require that manufacturers must provide assemblers and al others, upon request, information thet is
necessary to ensure the proper assembly and operation of x-ray equipment. Thislong-standing and
well-established federa requirement became effective August 1, 1974. (38 Fed. Reg., 15444)

Assembly of Components
Assembly procedures can affect whether a diagnostic x-ray system complies with federa
performance standards. Accordingly, the manufacturing process is not complete until the assembler




has ingaled the component into the x-ray system, and the standard defines * manufacturer” to
include “assembler.” This means that the component manufacturer can certify only to a component’s
ability to function in compliance with the sandard when the system is properly assembled and
ingaled according to the manufacturer’ singructions. A manufacturer’ s labeled certification of a
component, coupled with adequate and complete assembly, ingtdlation, adjustment, and testing
(AIAT) ingtructions, provides the assembler with dl of the information necessary to ensure the
products will comply with applicable performance standards when assembled, instaled, adjusted
and tested, as directed by the ingtructions.

Ingtalation of Components

The component manufacturer must also provide AIAT ingtructions that describe how to ingtdl the
assembled components so the unit meets gpplicable performance stlandards. For example, in order
to ingal components properly to become part of a system, the assembler must fix and aign the
relationship between the x-ray source and the related components of the diagnostic system. This
activity will require adjustment and testing to ensure compliance with performance sandards. If the
assembler follows the AIAT ingructions and the certified component does not mest the
performance standard, the component manufacturer must, at no cost to the user, repair or replace
the violative components(s).

Legd Responshility

Manufacturers and assemblers each bear lega responghility for their roles in the manufacture and
commerce of products subject to section 1020.30. (See sections 535(e) and 538 of the act (21
U.S.C. 360Il(e), 36000)). Asa practical matter, close cooperation between the manufacturer and
the assembler furthers the interests of both partiesin avoiding legd ligbility for noncompliant or
defective x-ray equipment.

GUIDANCE:

The manufacturer can certify only that the components or system manufactured meet the gpplicable
federal performance standard if assembled, ingtalled, adjusted, and tested according to ingtructions.
The assembler makes the find certification, as part of the find manufacture of the device, that the
device complies with gpplicable performance standards. The assembler certifies only that the
system and its components were assembled, instaled, adjusted, and tested according to the
manufacturer'singructions. Rdiable certification, then, depends upon the manufacturer's providing
adequate and complete ingtructions to the assembler.

The scope of information that the manufacturer must provide includes ingtructions for assembly,
ingtallation, adjustment, and testing of x-ray components. (21 CFR 1020.30(g)) Technology and
the configuration of x-ray systems have changed since the origind information disclosure
requirement was established by regulation in 1972. Consequently, people may be confused about
the current meaning of the terms. assembly, ingtdlation, adjustment, and testing (AIAT).



The agency would like to explain the meaning of these four terms to help manufacturers and
assemblers establish clear expectations about what information must be disclosed. Asused in
1020.30(g), the meaning of assembly, ingdlation, adjusment, and testing of diagnostic

X-ray units and their mgjor components, and the examples of informational materias required under
that provision, are asfollows:

Assembly: To fit together the parts or pieces of a component or system.

Discusson New x-ray components and accessories are shipped to afind destination in
various boxes and crates. These components must be unpacked and re-assembled
correctly before the unit can be used to make x-rays. The typical mgor component of
adiagnogtic x-ray system cannot smply be removed from the box and used by the
operator. For example, various parts, such as printed circuit boards and switches, may
require assembly into the control console of an x-ray control unit in amedica faclity.
Assembly aso includes the re-assembly of components that were not replaced but must
be connected to the new component. Correct eectrical and hardware connections with
al of the equipment must be made before usng the syslem.  Such connections are
considered assembly. Complete assembly ingtructions or software programs that
provide thisinformation or software that run automated assembly ingtructions about
what connections or reconnections are required for the system must be disclosed to the
assembler.

Software programs may involve non-required assembly or re-assembly activities that do
not need to be disclosed to the assembler.  For example, the consol€'s central
processing unit may include unreveded, protected software programs that create alog
of assembly activities related to computer operations. Should the manufacturer wish to
check the assembly history on a particular system, this log would provide informetion,
independent of the assembler’s report, about when activities occurred and perhaps
about the identity of the replaced components. Thisinformation does not fal within the
scope of the AIAT disclosure requirements.

It isimportant to note that the term “assembly” and “ingdlation” should not be used
interchangeably. The term “ingdlation” includes other activity not covered in the
assembly activity.

I nstallation: To sat up for use by verifying that proper assembly and adjustments were
made to assure compliance with federd performance specifications.

Discussion: The unit may not be used on humans until the ingdlation is completed in
accordance with the manufacturer’ s ingructions, including any additiond adjustments
and testing needed to verify compliance with performance specifications. For example,
to complete the ingdlation of an x-ray system, the assembler must combine (or



assemble) the various certified components, eg., tube housing assembly, beam-limiting
device, and x-ray control, into an interdependent operating system. This meansthe
assembler must make sure that the components work in coordination with each other
and do not cause any of the components to operate outside of gpplicable federa
performance specifications, which are detailed in the regulations. (21 CFR 1020.30 -
1020.32)

Manufacturers must disclose documentation or software programs that provide
information or ingtructions on how the various interdependent mgor components must
be made compatible or aligned to meet applicable federd performance standards.
However, a manufacturer may aso have software programs that operate with
specifications that are narrower than federd performance standards, which they use for
internal quality assurance purposes. In addition, the firm may have developed a
particular sequencing of ingtdlation that operates in conjunction with system accessories
that do not directly or indirectly impact dectronic radiation emissons. Thisinformation
does not fal within the scope of AIAT disclosure requirements.

Adjustment: To bring various component parts up to atrue or more effective rdative
position for performance purposes.

Discusson Adjustment covers activities performed to make sure the components work
interdependently within applicable federd performance standards. For example, the x-
ray voltage applied to the x-ray tube has an associated accuracy specification, e.g.,
100-kVp + 5%. Information may be needed for the purchaser to determine his
voltage regulation requirements. Often, adjustment must be made to the dectrica
circuitry to assure this performance specification is not exceeded. Calibration of the
equipment’s operationd parametersis achieved by adjusting the eectrica or mechanica
features of the component.

Manufacturers must disclose documentation or software programs that provide
information about what needs to be done or replaced to keep a machine operating
within applicable performance sandards. Thiswould aso include any required
cdlibration references. However, the manufacturer may have incorporated a proprietary
software program that continuoudy monitors the performance of the system and derts
the manufacturer if the system may need adjustment in the future, even though it is
currently operating within the performance sandard. Thisinformation does not fall
within the scope of AIAT disclosure requirements.

Testing: A criticad examination, observation, or evauation of such conditions or
operations through testing procedures provided by the manufacturer that will prove the
unit meets specifications.



Discusson: The regulations define the performance requirements for diagnogtic
radiographic exposure reproducibility such that the coefficient of variation of radiation
exposures shall not exceed 0.05. (See 21 CFR 81020.31(b)(1)) A test method for
determining compliance with this performance standard isidentified in the regulations.
(See 21 CFR 81020.31(b)(2)) A test of x-ray equipment should produce data to
verify the proper operation or performance of the x-ray system or component. Simple
examples would be information on how to test for radiation leakage or proper beam
dignment, particularly when a specid technique is required due to the specia design of
the component or the complex beam aignment operations conducted through computer
programs.

Manufacturers must disclose documentation or basic software programs that address
testing for applicable federd performance standards. However, the manufacturer may
have additional enhanced software programs, with privileged access codes, that
conduct the required tests more quickly to savetime. The enhanced software programs
may operate in conjunction with other proprietary accessories or functions, such asa
dally test trend andysis that isrelayed to the manufacturer in order to schedule
advanced sarvice cadls. This helpsthe user avoid any interruption in the clinical use of
the sysem.  Such proprietary functions may increase the vaue of the system to the
user, but the accessories and the software programs used in conjunction with these
functions do not fal within the scope of AIAT for purposes of meeting gpplicable
federd performance standards.

Manufacturers must provide dl informational materials needed for assembly, indalation adjusment,
and testing, as described above, regardless of the format in which those materids exist.
Manufacturers may provide assemblers and other members of the public hard copies of ingtructiona
software, as long as the package made generaly available contains adequate, complete, and useable
indructions for assembly, ingtdlation, adjustment, and testing.

Some manufacturers bundle AIAT software covered by 1020.30(g) with other types of software so
the AIAT software cannot be extricated and provided separately to assemblers and other members
of the public. Nothing in section 1020.30 prohibits this practice; however, the practice does not
absolve manufacturers of their responghilities under the performance standard to provide AIAT
documentation or that AIAT software at cost. Manufacturers who bundle their AIAT software with
other software may comply with 1020.30(g) by providing the entire bundle at the cost of the AIAT
software. How cost is determined is discussed below. Alternatively, the manufacturer may, by
parceling the software domains, provide only the AIAT software to assemblers and others.
Manufacturers may aso satisfy the performance standard by providing printed materids, or by any
other means that result in the provision of adequate, complete, and usegble indructiond materias.

Section 1020.30(g) provides that manufacturers may recover from assemblers and others only the
"cogt" of providing required ingructional materids. Manufacturers should, in negotiation with
purchasers, assemblers, and others, determine the dollar amount for any ingtructiond package.



Although private parties can and should set the exact price for materids provided under subsection
(9), the performance standard establishes limits on what costs manufacturers may recover in
determining that price.

The agency has explained that, for printed materids, manufacturers may charge the costs of
producing each additional package or unit of ingtructions. The charge can reflect costs such as
those for paper, labor, use of a copying machine, or other costs associated with each package the
manufacturer must provide under the performance standard.  Under this interpretation,
manufacturers should neither profit nor unfairly bear aloss by complying with section 1020.30(g).
FDA believes the same principle should govern the calculation of the cogts for dl materids that must
be disclosed under section 1020.30(g), whether printed, encoded in software, or otherwise
presented. Although the question concerning cost has arisen primarily in the context of 1020.30(g),
the same principle should aso apply to the term “cost” esewhere in 21 CFR Subchapter J, such as
in sections 1020.30(h) and 1020.33(c).

For ingructional materids encoded in software, the principle used to caculate the permissible
charge for printed materials means that manufacturers may a least recover costs of man/hours,
computer disks, and packaging materias used to produce each additiond unit of ingtructional
materids. The agency recognizes, however, that caculating the costs of producing each copy of a
software program required by 1020.30(g) may require consideration of additional or different cods.
For example, if amanufacturer licensesits ingtructiond software from a developer, and must pay an
additional fee for each unit licensed, it may be gppropriate to permit the manufacturer to recover
licenang fees for materids provided under 1020.30(g). This seems particularly relevant when the
manufacturer cannot recover those costs in the price of its equipment or in some other way.

The public health need to provide AIAT information to assemblers and users since the Radiation
Control for Health and Safety Act was passed in 1968 has not changed. If the information is not
available, the public may be exposed to unnecessary radiation hazards from electronic products.
Without thisinformation, FDA, manufacturers, assemblers, users, and consumers could not make
reasonable determinations or decisions associated with the safe and effective use of diagnogtic x-ray
systems and computed tomography components and systemsin their hedth care.

For further information regarding compliance with the information disclosure requirements for
diagnostic x-ray systems and their mgjor component systems, please contact Thomas M. Jakub at
301 594-4591.



